Introduction
============

The Pentacam^®^ (Oculus Optikgeräte GmbH, Wetzlar, Germany) diagnostic device employs a rotating Scheimpflug camera to offer a comprehensive, three-dimensional representation of the anterior chamber (AC) from the cornea up to the crystalline lens posterior surface. Scheimpflug imaging technology offers highly repeatable and reproducible measurements of central corneal thickness (CCT), as suggested by several reports in the peer-reviewed literature.[@b1-opth-8-2141]--[@b3-opth-8-2141] Scheimpflug imaging is employed by the authors' group in cataract patient screening and evaluation.[@b4-opth-8-2141]

In addition to multiple representations of the anterior segment, an extensive array of key anterior data is provided,[@b5-opth-8-2141],[@b6-opth-8-2141] as well as several parameters (eg, progression index, relational thickness) that aid sensitivity and specificity in screening refractive surgery patients.[@b7-opth-8-2141] The system is widely in use, and is considered by many clinicians to be an indispensable diagnostic and surgical planning tool.[@b8-opth-8-2141]--[@b10-opth-8-2141]

As part of the standard clinical protocol of preoperative screening and postoperative follow-up assessment of cataract surgery patients,[@b4-opth-8-2141] the authors employ Scheimpflug imaging for a number of reasons, such as nucleus staging and the recently available densitometry measurement of the crystalline lens and cornea.[@b11-opth-8-2141] The rising importance of such measurements may become relevant to cataract surgeons practicing in countries where third-party payers may require documentation of a need for cataract surgery independent of, or in addition to, visual acuity or contrast sensitivity clinical measurements.[@b12-opth-8-2141]

One little-studied parameter, however, that may have clinical significance in the visual rehabilitation of the pseudophakic eye is related to the changes induced in pupil size and shape as a result of cataract surgery. Scheimpflug systems currently report, by default, an average pupil size (diameter) calculated from the three-dimensional model computed by ray tracing.

The aim of this work was to provide a novel investigation of pupil size and shape changes following cataract surgery based on a novel digital analysis procedure of "large maps" provided by the Scheimpflug system, which offers independent horizontal and vertical pupil size diameter measurement and enables precise pupil size and shape analysis.

Materials and methods
=====================

This prospective, observational, longitudinal study received approval by the Ethics Committee of [Laservision.gr](http://www.laservision.gr) Eye Institute, adherent to the tenets of the Declaration of Helsinki. The study lasted 3 months during the last quarter of 2013. Informed consent was obtained from each subject at the time of the first clinical visit.

Patient inclusion criteria
--------------------------

Eighty-six eyes enrolled for primary cataract removal surgery constituted the study group (group A). They belonged to 54 consecutive patients presented to the authors' institution ([Laservision.gr](http://www.laservision.gr) Eye Institute, Athens, Greece) for cataract surgery, with a mean ± standard deviation age of 70.58±10.33 years (range 42--89 years). No cases with anisocoria, pupillary unrest, parasympathetic denervation, or other pupil defects, intraoperative complications (ie, capsular rupture), or postoperative complications were included in the study. One eye was randomly selected (employing randomization tables) from each patient if bilateral surgery was performed. A control group (group B) of 75 eyes (patient age 53.14±16.27) was employed for comparison. They were randomly selected during the same clinical days of the study duration from the pool of screening patients and diagnosed as non-cataract, "healthy" by a complete ophthalmological evaluation (save for refractive error) performed by the same ophthalmologist (AJK) following the same examination protocols applicable to group A. The patient demographics of both groups are shown in [Table 1](#t1-opth-8-2141){ref-type="table"}.

Surgical technique
------------------

All eyes in group A underwent cataract surgery performed in the authors' institution by the same skilled surgeon (AJK).[@b13-opth-8-2141] Employing topical anesthesia and a 2.75 mm clear corneal incision in the superior quadrant (between the tenth to eleventh hour), subsequent viscoelastic-divided nucleus fragment emulsification was facilitated by pulsed ultrasound offered by the Constellation^®^ phacoemulsification system (Alcon Surgical, Fort Worth, TX, USA), lasting 43±25 seconds on average. Following irrigation and cortex aspiration and in-the-capsular-bag intraocular lens (IOL) implantation; the AcrySof^®^ IQs (Alcon) were implanted within the intact capsular bag in all eyes. These one-piece IOLs -- made up of a hydrophobic acrylic material with a refractive index (n) of 1.55 -- have a biconvex aspheric design, and were used either in spherical correction or when projected postoperative astigmatism was estimated to be over 0.50 D; a toric version of the same IOL was used for astigmatism correction (toric versions T2--T7). IOL optical diameter was 6.0 mm in all cases. The postoperative regimen consisted of a combination of antibiotic and corticosteroid drops (dexamethasone and tobramycin) for 4 weeks.

Imaging, measurement, and analysis
----------------------------------

Scheimpflug imaging was performed with the WaveLight^®^ Oculyzer II (Alcon), a Pentacam-based device. The Oculyzer is incorporated into the WaveLight Refractive Suite (Alcon).[@b14-opth-8-2141],[@b15-opth-8-2141] The device was running on software version 1.17r47, and the default settings of 25 B-scans per acquisition was employed. The system employs a "cool" blue light-emitting diode with peak intensity at 475 nm wavelength. The source was tested with an optical laboratory-grade portable spectrograph (USB2000+; Ocean Optics, Dunedin, FL, USA). The spectral distribution had a Gaussian profile, full width at half maximum bandwidth of 28 nm (half intensity wavelength 458 nm and 487 nm), and base (sound intensity level wavelength) between 438--511 nm. At the surface of the cornea, the light intensity was measured as 4.79×10^−2^ mW/cm^2^ at the maximum intensity of 475 nm (Pentacam Oculus data).

Exact lighting conditions (dim ambient lighting being the standard in the examination room) as well as measurement duration were maintained for all acquisitions. The blue light was "on" for 10 seconds before each capture to ensure that the pupil had time to adjust to the specific lighting conditions.

For group A, measurements from the preoperative and 3-month postoperative clinical visit were used. For group B, measurements from the most recent clinical visit were included in the study.

All measurements included in the study had 9.0 mm of cornea diameter coverage, and a minimum of 8.0 mm diameter nonextrapolated data. The internal quality analysis had to indicate no issues (only "OK" and no yellow and red color in the "examination quality specification" boxes, likely due to blinking or eye movement). Measurements were performed without pupil dilation, and no myotics were employed. Examinees were asked to blink completely and briefly just before each acquisition to spread a uniform and optically smooth tear film over the cornea. To reduce operator-dependent variables, the automatic release mode was engaged.

Standard Scheimpflug reporting produced values for CCT, AC depth, and AC volume. AC depth (external) corresponds to the distance from the corneal epithelium (anterior cornea) to the lens capsule anterior surface. Because the system failed to automatically report AC depth value in the majority of postoperative cases (87%) -- probably due to lack of anterior "lens" surface identification, AC depth was measured onscreen by the available caliper tool in all postoperative cases of group A.

In each case, the corresponding corneal thickness "large map" was processed by a proprietary software developed in-house, initially designed to digitally measure femtosecond laser-assisted in situ keratomileusis (LASIK) flap diameter from intraoperative imagery by identification of the side-cut flap boundary.[@b16-opth-8-2141]--[@b18-opth-8-2141] In the present work, the black-and-white dotted line marking the pupil edge imaged on the Scheimpflug "large maps" ([Figure 1](#f1-opth-8-2141){ref-type="fig"}) was employed to measure both the horizontal (X∅) and vertical (Y∅) pupil diameter. Subsequently, the pupil eccentricity (*EE*) was calculated using the formula:
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where *a* was the largest of the horizontal (X∅) or the vertical (Y∅) pupil semi-diameter and *b* was the smallest, respectively.

Ocular axial length was measured preoperatively in all cases by the WaveLight OB820 biometer (Alcon).[@b4-opth-8-2141] The OB820 is based on the Lenstar LS900^®^ (Haag-Streit AG, Koeniz, Switzerland), a multifunctional, noncontact optical biometer employing a superluminescent diode laser centered at a wavelength of 820 nm. Operating on the optical low-coherence reflectometry principle, the system provides keratometry and axial eye dimensions and suggests a selection of IOL strengths based on established calculation formulas.[@b19-opth-8-2141]--[@b21-opth-8-2141] The OB820 was also used in this study to provide AC depth and central crystalline lens thickness measurements in both groups.

Linear regression analysis was performed to seek possible correlations. Descriptive and comparative statistics and analysis of variance between various parameters were performed with statistics tools provided by Minitab^®^ version 16.2.3 (Minitab Ltd., Coventry, UK) and IBM SPSS^®^ version 21.0 (IBM Corporation, New York, NY, USA). A *P*-value less than 0.05 was considered an indication of statistical significance.

Results
=======

Up to the 3-month postoperative interval, the clinical condition was assessed as normal in all eyes, as evaluated by a complete ophthalmological examination. The postoperative mean spherical equivalent refraction was 0.25±0.37 D (target was emmetropia in all cases) in the study group, and mean corrected distance visual acuity was 0.022±0.005 logMAR. Slit-lamp examination confirmed that all eyes in the study group had good IOL centration, no tilt, and no postoperative complications (eg, posterior capsule opacification). No eye had a window defect or other detectable alterations/trauma of the iris, and proper pupil light responsiveness was validated.

Anterior segment parameters: preoperative and control group comparison
----------------------------------------------------------------------

The axial length, as measured by the OB820 device, was 24.76±2.3 (19.73--34.15) mm in the study group and 23.69±1.17 (19.70--33.05) mm in the control group. No statistically significant difference was identified between the two groups (*P*=0.183) ([Table 2](#t2-opth-8-2141){ref-type="table"}). AC depth was measured by both the Scheimpflug imaging device (Oculyzer) and the interferometric biometry device (OB820). The AC depth values were significantly different between the preoperative cataract group and the control group for both modalities employed (*P*=0.024 and *P*=0.019, respectively) ([Table 2](#t2-opth-8-2141){ref-type="table"}). The central crystalline lens thickness was measured in both groups by the OB820 device. It was 4.44±0.91 (3.21--4.78) mm in group A and 3.35±0.78 (2.82--4.35) mm in group B (*P*\<0.05).

The subsequent IOL power implanted in the group A eyes was 19.2±3.9 (6.0--28.0) D.

The values for pupil diameter, as reported by the Scheimpflug device and as measured separately for the horizontal and vertical diameter (X∅ and Y∅) by the proprietary digital analysis software, are reported in [Table 2](#t2-opth-8-2141){ref-type="table"}. The pupil diameter was 2.83±0.53 (1.83--4.13) mm for preoperative group A and 3.03±0.31 (2.43--3.93) mm for group B. The horizontal diameter was 2.77±0.47 (1.92--4.09) mm and 3.02±0.19 (2.42--3.91) mm for preoperative group A and group B, respectively. The vertical diameter was 2.86±0.49 (1.95--4.20) mm and 3.04±0.14 (2.43--3.93) mm for preoperative group A and group B, respectively. The pupil size dimensions were significantly different (*P*=0.039, *P*=0.032, and *P*=0.029, respectively).

Anterior segment and pupil size: preoperative versus postoperative comparison
-----------------------------------------------------------------------------

[Table 3](#t3-opth-8-2141){ref-type="table"} summarizes the preoperative versus postoperative values for specific anterior segment parameters (AC depth, AC volume, and CCT) measured in group A by the Scheimpflug device. CCT was 538.70±41.49 (439--616) μm preoperatively and 544.57±44.39 (432--634) μm postoperatively (*P*=0.3724). AC depth and volume significantly increased. AC depth was 3.26±0.43 (2.34--4.15) mm pre-operatively and 4.25±0.42 (3.20--5.25) mm postoperatively (*P*\<0.001). AC volume was 149.79±43.00 (62--240) mm^3^ preoperatively and 193.70±30.29 (127--269) mm^3^ postoperatively (*P*\<0.001). [Figure 2](#f2-opth-8-2141){ref-type="fig"} illustrates AC volume change, expressed as a percentage of the preoperative value, as a result of cataract surgery in the form of a fitted line plot versus patient age.

Pupil diameter also showed a statistically significant change towards a smaller postoperative average diameter. Specifically, pupil diameter, as reported by the Scheimpflug system, was 2.83±0.53 (1.83--4.13) mm preoperatively and 2.66±0.50 (1.71--4.04) mm postoperatively (*P*=0.0368). The horizontal pupil diameter (X∅) was 2.77±0.47 (1.92--4.09) mm preoperatively and 2.50±0.41 (1.73--3.76) mm postoperatively (*P*=0.0001), and the vertical pupil diameter (Y∅) was 2.86±0.49 (1.95--4.20) mm preoperatively and 2.54±0.42 (1.73--3.90) mm postoperatively (*P*\<0.001). [Figure 3](#f3-opth-8-2141){ref-type="fig"} illustrates the pupil diameter change (horizontal in [Figure 3A](#f3-opth-8-2141){ref-type="fig"} and vertical in [Figure 3B](#f3-opth-8-2141){ref-type="fig"}), expressed as a percentage of the preoperative value, as a result of cataract surgery in the form of a fitted line plot versus patient age.

Pupil eccentricity: preoperative versus postoperative comparison
----------------------------------------------------------------

Pupil eccentricity was computed on the basis of the formula introduced in the Material and methods section. As shown in [Table 4](#t4-opth-8-2141){ref-type="table"}, pupil eccentricity was 0.183±0.208 (−0.43--0.566) preoperatively and 0.130±0.134 (0.26--0.308) postoperatively (*P*=0.049). Even more interesting was the distribution of the eccentricity values.

By definition, eccentricity is positive, ranging from zero for a perfect circular shape (eg, X∅ = Y∅), to between zero and one for an elliptical shape. For example, if Y∅ \> X∅, the pupil shape is elliptical, with the "major" axis oriented vertically. Thus, a positive eccentricity value (but less than one) corresponds to an elliptical pupil whose largest diameter lies vertically. This was the case in 64/86 (74%) of the pupils measured. Another eleven pupils (13%) were completely circular (*EE* =0). However, there were eleven pupils (13%) whose "major" axis was oriented horizontally, ie, the pupil had a larger horizontal diameter (X∅ \> Y∅).

Thus, in similarity to the established nomenclature for astigmatism, the term "with-the-rule" was introduced to indicate the majority of the cases, ie pupils vertically elongated, and "against-the-rule" to indicate the minority, ie, pupils horizontally elongated. To further distinguish the two cases, the eccentricity values in the "against-the-rule" cases were denoted as negative.

Postoperatively, however, pupil eccentricity distribution ([Figure 4](#f4-opth-8-2141){ref-type="fig"}) was more circular, as indicated by 53 (62%) "with-the-rule," 29 (34%) complete circular, and only four (5%) "against-the-rule" pupils. In addition, the "with-the-rule" group with vertical orientation had eccentricity reduced by a statistically significant margin, from 0.288±0.091 to 0.226±0.050 (*P*\<0.001).

Discussion
==========

Knowledge of pupil size is desirable due to the known significant effect on visual function, depending mainly on the adapting luminance, as well as a variety of other factors.[@b22-opth-8-2141] Pupil size and shape also have a direct effect on depth of field, as well as on retinal illuminance, which in turn influence visual performance. The majority of pupillometry systems in clinical practice employ near infrared illumination to capture the image of the pupil.[@b23-opth-8-2141] A common feature in most systems is direct eye illumination with a light source, followed by pupil image capture with a near infrared-sensitive camera.[@b24-opth-8-2141]

The present study evaluated the outcomes of cataract removal surgery in regard to AC parameters and patient age, focusing on the little-studied parameters of induced pupil size and shape as a result of cataract extraction surgery. Only a few publications in the peer-reviewed literature could be found on pupil size and shape changes following cataract surgery, which, however, either did not identify influence on pupil size and shift[@b25-opth-8-2141] or dealt with different clinical conditions such as multifocal IOLs,[@b26-opth-8-2141] posterior chamber phakic IOLs,[@b27-opth-8-2141] iris-fixated IOLs,[@b28-opth-8-2141] or patients with diabetes mellitus.[@b29-opth-8-2141]

The present study suggests a statistically significant alteration in pupil size and shape following cataract surgery: the postoperative pupil size reduction averaged between −11% and −13%. In addition, pupil eccentricity was substantially reduced (−39%). These pupil size changes may be related to the increased AC depth and volume following the extraction of the bulky crystalline lens ([Figure 5](#f5-opth-8-2141){ref-type="fig"}) -- average thickness of 4.4 mm -- and replacement with a thin IOL -- thickness often \<1 mm.[@b30-opth-8-2141] The reduced IOL volume may allow for more freedom of movement of the constrictor iris muscles, thus possibly enabling their full extent. It is also likely that a preoperative reduction of iris movement constraints, possibly induced by the narrow spatial allowance due to the crystalline lens intumescence as it develops into a cataract, may be related to the asymmetries in pupil shape relating to the measured preoperative eccentricity. The radical reduction (or even elimination) of such constrains may also be a contributing factor to the more circular (less eccentric) pupil size following cataract removal surgery.

Such "myosis" may prove beneficial since halos produced by a scotopic pupil diameter exceeding the boundaries of the IOL optical zone will be less, rather than more, frequent. A smaller pupil size may also cause a "pinhole effect," leading to reduced possible effects of refractive undercorrection or overcorrection and/or residual astigmatism.

In addition, the aqueous flow through the pupillary margin may be influenced by a narrower pupil, in a manner similar to topical myotics, but deepening of the AC apparently facilitates aqueous flow through the pupillary margin.

Optical considerations
----------------------

The pupil size depicted by the Scheimpflug system and measured in this study corresponds to the "true" anatomical pupil size calculated from the three-dimensional model, derived by ray tracing. As stated above, pupillometry systems report the size of the entrance pupil, ie, the virtual image of the physical pupil as imaged through the cornea. In other words, traditional pupillometry employs a simple "image capture" of the pupil, which, however, corresponds to the "entrance" pupil. As in any optical system, the entrance pupil is the magnified, virtual image of the aperture stop, ie, the anatomical pupil;[@b31-opth-8-2141] this is what any observer "sees" as a pupil, as illustrated in [Figure 6](#f6-opth-8-2141){ref-type="fig"}. The magnification depends on the actual distance of the anatomical pupil from the cornea (approximated by the AC depth), the refractive indices (n) of the media beside the cornea, as well as the corneal refractive power. In an emmetropic eye with average total corneal power +43 D, AC depth 3.6 mm, and n~aqueous~ 1.336, the apparent pupil is about 13.1% larger and 0.55 mm closer to the cornea than the anatomical pupil.

According to the visual optics calculations[@b32-opth-8-2141] that were applied, assuming that the cornea was not subjected to refractive change in the cataract surgery cases examined herein, the pupil magnification factor of the apparent pupil was approximately 11.7% for the preoperative eyes (average AC depth 3.26 mm) and 15.9% for the postoperative eyes (average AC depth 4.25 mm). These results contrast, for example, to a refractive intervention by alteration of the corneal anterior curvature (eg, photo refractive keratectomy, LASIK), in which the pupil magnification changes[@b33-opth-8-2141] can be attributed to changes in the corneal refractive power and not the AC depth.

Pupil changes and patient age
-----------------------------

The pupil diameter has been reported to retreat with age,[@b34-opth-8-2141] along with accommodative and pupillary responses, possibly due to degraded iris elasticity (pupil constriction) and cornea transparency.[@b35-opth-8-2141],[@b36-opth-8-2141] In the present study, a near-photopic pupil diameter was measured, which appears to be restricted in reaching maximum strength (ie, minimum photopic diameter), possibly by physical inhibition with increased slope and reduced spatial movement due to the volume occupied by the bulky crystalline lens. The data suggest that there appears to be an age-related factor: the achieved AC volume change ([Figure 2](#f2-opth-8-2141){ref-type="fig"}) as well as the AC depth change appear to be correlated with patient age. This finding is in agreement with the pupil diameter reduction ([Figure 3A and B](#f3-opth-8-2141){ref-type="fig"}), which is also correlated with patient age. In other words, the findings suggest that with increasing patient age, there is more AC depth and volume increase -- probably expected, as studies have indicated increased preoperative crystalline lens thickness,[@b4-opth-8-2141] and thus the creation of more anterior segment "space." The new finding herein is the associated pupil size reduction and shape improvement with age, as the pupil appears to reach a smaller diameter and more circular shape.

The majority of pupillometry systems employ near infrared illumination to capture the pupil image.[@b24-opth-8-2141],[@b37-opth-8-2141] A common feature in these modalities is the direct illumination of the front of the eye with a light source along with the capture of reflected light with a near infrared-sensitive camera.[@b38-opth-8-2141] Although these techniques are useful and have their roles, they do not provide simultaneous information about iris shape and structural detail, which could be useful in providing etiologic information about tissue factors directly affecting pupil shape, position, and function.

Other considerations -- limitations
-----------------------------------

A limitation to this study is related to the fact that the pupil size measurements correspond to blue light-emitting diode light employed by the Pentacam system and not to a full range of natural light ranging from low to high intensities. The blue light stimulation may cause myosis: blue light suppresses melatonin in humans, with the strongest response occurring in the short-wavelength portion of the spectrum between 446--477 nm.[@b39-opth-8-2141] Another limitation to the study is that the Pentacam cannot analyze an accurate scotopic pupil. The study remains useful, however, since a within-cases study design was identical for all eyes examined, and thus the changes found correspond to identical lighting and stimuli conditions.

While this work investigated the influence of cataract removal surgery and IOL implantation in AC depth and pupil size and shape, it is important to acknowledge that there are many factors also influencing pupil size, such as adapting luminance,[@b40-opth-8-2141] accommodation,[@b41-opth-8-2141] mental activity,[@b42-opth-8-2141] emotional state,[@b43-opth-8-2141] and attention.[@b44-opth-8-2141] However, the cognitive effects are quite small, and all of these factors are largely transient: the pupil returns near to its prevailing size after a short period of time.[@b22-opth-8-2141] In addition, while a reduction in pupil diameter may be caused by pharmacological effects,[@b45-opth-8-2141] such as acetylcholine, it has been shown that such effects are only temporary.[@b46-opth-8-2141]

Conclusion
==========

This novel investigation of digital analysis in standard Scheimpflug imaging suggests that cataract surgery results in reduced photopic pupil size and resulted in a more circular shaped pupil. These changes appear to be more significant with advancing patient age. These findings may be useful in clinical practice when assessing post-surgery data and potentially in IOL selection and future IOL design.
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![Preoperative (left) and postoperative (right) "large map" images showing corneal thickness of the same eye.\
**Notes:** The black-and-white dotted line marking the pupil edge was digitally analyzed to produce the horizontal and vertical pupil diameter, as well as eccentricity. Preoperatively, the horizontal diameter was 2.66 mm, the vertical diameter was 3.06 mm, and eccentricity was 0.50. Postoperatively, the horizontal diameter was 2.14 mm, the vertical diameter was 2.14 mm, and eccentricity was 0.00.\
**Abbreviations:** X∅, horizontal pupil diameter; Y∅, vertical pupil diameter.](opth-8-2141Fig1){#f1-opth-8-2141}

![A fitted line plot of anterior chamber volume change, expressed as a percentage of the preoperative value, as a result of cataract surgery (n=86 eyes) versus patient age.\
**Abbreviations:** AC, anterior chamber; CI, confidence interval; PI, prediction interval; R-sq, coefficient of determination; R-sq (adj), adjusted coefficient of determination; S, sum of residuals; vol, volume.](opth-8-2141Fig2){#f2-opth-8-2141}

![Fitted line plots of pupil diameter change with cataract surgery, as a function of age.\
**Notes:** (**A**) A fitted line plot of horizontal pupil diameter relative change, expressed as a fraction of the preoperative value, as a result of cataract surgery (n=86 eyes) versus patient age. (**B**) A fitted line plot of vertical pupil diameter relative change, expressed as a fraction of the preoperative value, as a result of cataract surgery (n=86 eyes) versus patient age.\
**Abbreviations:** CI, confidence interval; PI, prediction interval; Pup, pupil; R-sq, coefficient of determination; R-sq (adj), adjusted coefficient of determination; S, sum of residuals; X∅, horizontal pupil diameter; Y∅, vertical pupil diameter.](opth-8-2141Fig3){#f3-opth-8-2141}

![Preoperative (blue) and postoperative (red) pupil eccentricity in the form of box plots (left) and histogram distributions (right).\
**Abbreviations:** postop, postoperative; preop, preoperative; StDev, standard deviation.](opth-8-2141Fig4){#f4-opth-8-2141}

![Graphical illustration of preoperative (left) and postoperative (right) anterior segment indicating the increase in anterior chamber volume and depth.\
**Note:** The increased freedom of movement allowing for a smaller pupil diameter is a possible contributing factor to the findings in this work of a reduced pupil diameter and more circular shape.](opth-8-2141Fig5){#f5-opth-8-2141}

![Graphical illustration of the anatomical pupil, as imaged through the optical system of the cornea (not to scale).\
**Note:** The anatomical pupil is the "aperture stop," and the magnified "apparent pupil" is the entrance pupil of the optical system.](opth-8-2141Fig6){#f6-opth-8-2141}

###### 

Demographics of pseudophakic patients (group A) and controls (group B)

                            Group A       Group B                 
  ------------------------- ------------- --------- ------------- --------
  Age, years                70.58±10.33   42--89    53.14±16.27   35--64
  Sex, % female             60%                     58%           
  Laterality, % right eye   53%                     49%           

**Abbreviations:** min, minimum; max, maximum; SD, standard deviation.

###### 

Anterior chamber depth and axial length of pseudophakic patients (group A) and controls (group B)

  Parameter                                                        Group A (preoperative)   Group B        *P*-value                   
  ---------------------------------------------------------------- ------------------------ -------------- ------------ -------------- -------
  AC depth,[+](#tfn2-opth-8-2141){ref-type="table-fn"} mm          3.26±0.43                2.34--4.15     3.50±0.24    2.43--4.26     0.024
  AC depth,[\*](#tfn3-opth-8-2141){ref-type="table-fn"} mm         3.28±0.45                2.35--4.15     3.52±0.23    2.44--4.27     0.019
  Axial length,[+](#tfn2-opth-8-2141){ref-type="table-fn"} mm      24.76±2.3                19.73--34.15   23.69±1.17   19.70--33.05   0.183
  Pupil diameter,[\*](#tfn3-opth-8-2141){ref-type="table-fn"} mm   2.83±0.53                1.83--4.13     3.03±0.31    2.43--3.93     0.039
  Horizontal pupil diameter (X∅), mm                               2.77±0.47                1.92--4.09     3.02±0.19    2.42--3.91     0.032
  Vertical pupil diameter (Y∅), mm                                 2.86±0.49                1.95--4.20     3.04±0.14    2.43--3.93     0.029

**Notes:**

As reported by the WaveLight^®^ OB820 biometry system (Alcon Laboratories, Fort Worth, TX, USA).

As reported by the WaveLight^®^ Oculyzer II (Alcon) Scheimpflug imaging system. Study group A values are preoperative. Horizontal and vertical pupil diameters (X∅ and Y∅) were measured by the proprietary digital analysis software.

**Abbreviations:** AC, anterior chamber; min, minimum; max, maximum; SD, standard deviation.

###### 

Preoperative and 3-month postoperative pupil measurements and difference between preoperative and postoperative measurements of anterior chamber depth, anterior chamber volume, central corneal thickness, pupil diameter, horizontal pupil diameter, and vertical pupil diameter

  Parameter                                                        Preoperative   Postoperative   *P*-value                   
  ---------------------------------------------------------------- -------------- --------------- -------------- ------------ ---------
  AC depth (external), mm                                          3.26±0.43      2.34--4.15      4.25±0.42      3.20--5.25   \<0.001
  AC volume, mm^3^                                                 149.79±43.00   62--240         193.70±30.29   127--269     \<0.001
  CCT, μm                                                          538.70±41.49   439--616        544.57±44.39   432--634     0.3724
  Pupil diameter,[\*](#tfn5-opth-8-2141){ref-type="table-fn"} mm   2.83±0.53      1.83--4.13      2.56±0.50      1.71--4.04   0.0368
  Horizontal pupil diameter (X∅), mm                               2.77±0.47      1.92--4.09      2.50±0.41      1.73--3.76   0.0001
  Vertical pupil diameter (Y∅), mm                                 2.86±0.49      1.95--4.20      2.54±0.42      1.73--3.90   \<0.001

**Notes:**

As reported by the WaveLight^®^ Oculyzer II (Alcon Laboratories, Fort Worth, TX, USA) Scheimpflug imaging system.

**Abbreviations:** AC, anterior chamber; CCT, central corneal thickness; min, minimum; max, maximum; SD, standard deviation.

###### 

Preoperative and 3-month postoperative pupil measurements and difference between pupil eccentricity

  Parameter             Preoperative   Postoperative     *P*-value                        
  --------------------- -------------- ----------------- -------------- ----------------- ---------
  Pupil eccentricity    0.183±0.208    −0.43--0.566      0.130±0.134    −0.26--0.308      0.0491
  With-the-rule, %      74%                              62%                              
  No eccentricity, %    13%                              34%                              
  Against-the-rule, %   13%                              5%                               
  With-the-rule         0.288±0.091    0.160--0.566      0.226±0.050    0.151--0.308      \<0.001
  Against-the-rule      −0.245±0.090   −0.43 to −0.157   −0.195±0.045   −0.26 to −0.166   0.299

**Notes:** "With-the-rule" indicates pupils elongated vertically (ie, positive values). "Against-the-rule" pupils elongated horizontally (ie, negative values).

**Abbreviations:** SD, standard deviation; min, minimum; max, maximum.
